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Introduction
Surgical techniques can be used to create permanent arterial or venous occlusion, either for therapeutic benefit or prior to ligation of an artery or vein, and require close proximity to or contact with the vessels to be occluded. High-intensity focused ultrasound (HIFU) is a non-invasive alternative method of occlusion which may avoid complications inherent to surgery. HIFU could be of particular use in fetal surgery, were it shown to occlude blood vessels safely and effectively. This would potentially offer an in-utero treatment for fetal diseases such as twin-to-twin transfusion syndrome (TTTS), twin-reversed arterial perfusion (TRAP) sequence, bronchopulmonary sequestration (BPS) or sacrococcygeal teratoma (SCT).
HIFU involves the production of alternating high positive (compression) and negative (rarefaction) pressures which cause tissue heating (with the potential to boil interstitial water) and acoustic cavitation bubbles to form, which can have extremely energetic locally destructive activity. In addition, ultrasound has an acoustic radiation force (non-ionizing), which in a high power focused beam can have a significant impact on exposed tissues. How each of these interacts with tissue, and in particular blood vessels, is not yet fully understood. In the current absence of specific experimental work designed to understand these mechanisms more fully, we present a review of relevant literature on the topic of vascular HIFU and suggest an integrative mechanism taking into account & 2014 The Author(s) Published by the Royal Society. All rights reserved.
clinical, physical and engineering considerations through which HIFU may produce vascular occlusion.
High-intensity focused ultrasound: principles of action
HIFU is a therapeutic technique which uses a focused piezoelectric transducer outside the body to converge ultrasonic energy (usually 1-3 MHz for non-invasive applications) into a tissue target and produce localized destruction. The focal zone is the only position where the ultrasound intensity (energy per unit area) is high enough to produce change in the tissue, and create a lesion. Lesions are ellipsoidal, typically 1-2 mm diameter and 8-15 mm long (figure 1). The use of diagnostic imaging allows non-invasive identification of the target and monitoring of response. HIFU energy can pass through different tissue layers en route to the target. Providing regions of bone and air are avoided, relatively little energy will be lost at each tissue interface. The main energy loss is owing to attenuation (absorption and scatter) within the tissue layers. Alternative techniques such as radio frequency ablation (RFA), laser photocoagulation and microwave energy have poor tissue penetration so use invasive methods to destroy deep tissue.
HIFU exposure can be continuous (primarily used to induce heating) or pulsed, which may better exploit acoustic cavitation. Ultrasound can be converted to thermal energy mainly via a plethora of molecular relaxation processes, which occur following ultrasound excitation. When temperatures in excess of 568C are maintained for more than or equal to 2 s [1, 2] , this causes coagulative necrosis owing to protein denaturation, cellular destruction [2] and tissue stiffening [3] . This is a common form of unplanned cell death in response to a cellular insult, where tissue architecture is characteristically preserved, cells retain their outline while their proteins coagulate, and metabolic activity ceases [4] . Histological studies show coagulative necrosis in response to thermal damage within HIFU lesions. In soft tissue, HIFU lesions are characterized by a necrotic centre and a rim of functionally impaired cells (lacking glycogen stores) which fade to ghost outlines leaving a sharp rim between affected and unaffected tissues 48 h after exposure, with the lesion encapsulated by granulation tissue [5] . Detachment of cells from their basement membrane and each other is also observed [6] with evidence of a strong acute inflammatory response and remodelling in a chronic inflammatory response, involving cellular regeneration, proliferation, migration and removal of debris lasting up to three months [7] .
Applying pulses of HIFU can cause rapid changes in tissue pressure, described as the peak rarefaction pressure amplitude (PRPA). There is a threshold PRPA for each tissue at which acoustic cavitation occurs, where gas-or liquid-filled cavities form, usually at points of 'weakness', such as interfaces between different tissue layers or fluid-filled structures [8] . These bubbles oscillate and exert shear stresses on the surrounding tissue or may expand rapidly and collapse, destroying surrounding tissue structure, in a technique known as histotripsy. This mechanism does not rely on tissue heating to work [7] . Cavitation may be observed at lower PRPAs when ultrasound contrast agents (UCA) are present. These micrometre-sized gas bodies, used to enhance the echogenicity of blood, provide pre-existing gaseous cavities which can promote acoustic cavitation. Histology of tissue subjected to histotripsy reveals emulsification, and regions filled with acellular debris produced by mechanical fractionation of the tissue [9] .
Development of techniques for high-intensity focused ultrasound-mediated vascular occlusion
A comprehensive history of HIFU is beyond the scope of this review. For our purposes, it is important to note that although HIFU was first described in 1942 [10] the availability of diagnostic ultrasound and MRI for guidance transformed the potential for HIFU as a non-invasive vascular occlusion therapy. The first specific attempts to produce HIFU-mediated vascular occlusion were in 1972 and relied upon visual targeting of surface vessels, the auricular artery in rabbits [11] . Since then the trend has been towards non-invasive targeting of non-surface vessels (table 1) . HIFU has been demonstrated to produce a spectrum of vascular changes: vascular occlusion of non-bleeding arteries and veins [14, 15, [20] [21] [22] [23] [24] 27, 28, 30, [34] [35] [36] , haemostasis of lacerated arteries and veins [16] [17] [18] [19] 26] , thrombus generation [11, 14, 23, 24, 36] , vascular spasm and reduction in blood flow [15, 24, 25, 28, 34, 35, 37, 38] , arterial rupture [15, 20, 21, 34] or no observed functional impairment [13, 33, 39] . There is a single case report of successful treatment in human pregnancy: a TRAP sequence where HIFU was applied to the insertion of the umbilical cord of the acardiac fetus [30] . This study did not demonstrate whether selective vascular occlusion or localized soft tissue destruction at the cord insertion point (the method used by RFA) in the acardiac twin caused division of the fetal circulations. A summary of the different HIFU mechanisms discussed in this paper and their experimental results is provided (tables 1 and 2; figure 2 ). The heterogeneity of these results demonstrates that describing the properties of delivered energy alone is not predictive of the outcome in blood vessels. In some studies, vascular occlusion has been successful at lower energy levels where only non-occlusive endothelial or vascular wall damage has been reported and at higher levels where vascular rupture would be expected. This may be explained by blood vessels forming part of a biological system, with multiple anatomical, physiological, mechanical, thrombotic and inflammatory responses to the absorption of ultrasound energy. How these biological responses may best interact with the properties of HIFU to produce vascular occlusion is the focus of this review.
Neither coagulative necrosis nor tissue emulsification alone are likely to be effective mechanisms of vascular occlusion. HIFU can destroy soft tissue microvasculature by coagulative necrosis even when not deliberately targeted at the vessels, occluding vessels up to a diameter of 0.5 mm [41] , working with limited efficacy on lacerated vessels of 0.5-2.5 mm and being ineffective on vessels more than 2.5 mm [16] . However, both damaged [42] and undamaged [6] un-occluded blood vessels are often seen surrounding soft tissue HIFU lesions, resulting in circumferential haemorrhage [43] , with greater haemorrhage in more vascular regions [44] . Changes suggestive of coagulative necrosis are also seen in vessel walls exposed to HIFU without loss of structure or function [13, 16] . In emulsified tissue, there are also margins which demonstrate circumferential haemorrhage around the lesioned area [45] . Pulsed HIFU has been shown to produce oedema and disruption of the extracellular matrix and collagen fibrils of vessels, without occlusion [13, 16, 46] , acoustic cavitation in tissue is associated with unintended vascular rupture [8, 47] and may therefore be used to increase vascular permeability.
Effect of heating on vessels and highintensity focused ultrasound-mediated tissue fusion
Arteries and veins have a common basic structure (figure 3), comprising the tunica intima, an inner layer of endothelium on a basement membrane. The tunica media is an intermediate layer of smooth muscle, thicker in arteries than veins and absent in capillaries. The tunica adventitia is an external supportive layer and may be continuous with surrounding collagenous connective tissue, absent in capillaries. Arteries also contain elastin layers [48] . Capillaries, arterioles and venules (d 0.3 mm) comprise tissue microvasculature. Theoretical modelling of vascular thermal damage suggests that the first vessel changes are caused by thermal denaturation and shrinkage of collagen fibres while vessel integrity is maintained by elastic laminae, if present, and smooth muscle [49] .
Tissue fusion is a common method of therapeutic vascular occlusion. The vessel is mechanically compressed and occluded, while energy is converted to heat at the point of occlusion, which seals the vessel closed by tissue fusion. Tissue fusion requires partial denaturation of collagen (and elastin if present) such that the fractured structure is able to reform bonds outside the laminar structure (bridging), effectively fusing the many layers of the vessel wall together. Arteries and veins become more difficult to occlude by tissue fusion as their diameter, lumenal blood flow or pulse pressure increases. Collagen is a prominent feature of the tunica media and adventitia. Heating collagen to above its denaturation threshold of 62-678C [50] unravels its rope-like structure. Collagen undergoes isovolumetric shrinkage of up to 60% of its length when heated above this threshold, the majority of which occurs within 1 s [51] . Such vessel shrinkage has been demonstrated ex vivo where the luminal cross-sectional area of a non-perfused vessel was reduced by up to 96% [32, 52] , although this effect is much less pronounced in perfused vessels in vivo [38] . Heating of collagen beyond this threshold leads to hyalinization and fracturing of its structure, which contributes to tissue stiffness, and is a possible explanation for why vessels subjected to multiple HIFU exposures stiffen and become prone to rupture [18] . During the initial phase of heating (less than 1 s), collagen is able to form bridging bonds to other partially denatured collagen fibres and fuse tissue [53] . However, the free ends of collagen must be physically adjacent to form bridging bonds, usually requiring a form of external compression. Capillaries, arterioles and venules have sufficiently narrow lumens that a combination of collagen shrinkage and cellular dehydration will result in vessel collapse and coagulation with minimal attendant cell damage or haemorrhage [54] , the likely mechanism of HIFU-mediated microvascular destruction.
Vascular occlusion does not invariably result from heating a vessel. Heating to temperatures above 1008C with laser or diathermy, where the water in cells vaporizes and ruptures cellular membranes, produces a weak coagulum of denatured cells, collagen debris and carbonized tissue, unable to withstand physiological blood pressure [55] , and can cause vascular rupture owing to vessel wall necrosis and elastin destruction [56] . A similar tissue vaporization is seen in HIFU tissue emulsification, although tissue carbonization is less likely to occur as desiccated tissue cannot propagate ultrasound, and further heating does not occur beyond this point. Successful vascular occlusion by collagen fusion occurs in temperature range 73-878C [57] , while temperatures below 548C caused no structural changes in collagen [57] .
The electrothermal bipolar vessel sealing system is approved for clinical occlusion of arteries (d 6 mm) and veins (d 12 mm) [58] . It uses mechanical compression combined with electrical heating to cause collagen bridging between vessel walls [59] . The resultant occlusion has a burst pressure well in excess of physiological pressures [60] . The system is computer controlled, monitoring electrical impedance to allow careful control of the energy supplied and prevent tissue under or overheating [59] .
While there are no studies on HIFU-mediated vascular occlusion that investigate the presence of tissue fusion, several studies indirectly suggest that it occurs. Disruption of vascular and perivascular collagen has been observed with vascular occlusion using histology and electron microscopy [22, 24, 27] . The collagen changes can extend beyond the tunica media to the tunica adventitia and adjacent connective tissue, and shrinkage in these outer layers can result in lumenal constriction and occlusion [19, 26] . In one study, vascular occlusion was an unintended side effect of HIFU, and fusion of the vessel via collagen was described, along with disruption of the elastic lamina [19] . Elastin fragmentation has been demonstrated in occluded vessels using van Gieson staining, changes which were not seen in non-occluded vessels [24] .
Other studies have investigated the effects of HIFU specifically on the vascular collagen, using Masson's trichrome stain [12] . Although occlusion was not achieved, collagen in the vessel walls was fragmented and took on a corkscrew appearance, creating spaces within the tunica media which corresponded to the vacuolization seen in the smooth muscle when haemotoxylin and eosin staining was also performed. Similarly, collagen fibre swelling and vessel wall fracture in response to non-occlusive HIFU exposure [61] , and the collapse of collagen in damaged microvasculature has been reported [42] .
Successful HIFU-mediated vascular occlusion occurs within the temperature ranges discussed above. Occlusion has been reported in the range of 64 -988C [15, 16, 22, 24] , with non-occlusive vascular damage occurring 43 -698C [11, 13, 22] and no damage to the tunica media or adventitia at less than 438C [11, 14, 37] . This agrees with theoretical modelling of temperature change in vessels which shows that collagen shrinkage would predominate in vessels before tissue necrosis at the temperatures typically achieved by HIFU [49, 53] . The duration these temperatures were maintained varies between studies, affecting the overall amount of thermal energy supplied to the tissue, which may explain why the temperature ranges are wide and overlapping.
Effect of high-intensity focused ultrasound on thrombogenesis
Thrombogenesis may be an appropriate haemostatic response to vascular injury, or a non-haemostatic disease process. Virchow's triad suggests three predisposing factors which may result in non-haemostatic thrombus formation in vivo: endothelial damage, stasis of blood flow or hypercoagulability of blood [4] . With reference to HIFU-mediated vascular occlusion, all three mechanisms appear to be contributory to thrombus formation within vessels. The potential effect of ultrasound exposure and heating on blood constituents must also be considered. Endothelial damage is an established pathophysiological mechanism by which vascular occlusion occurs. It leads to occlusive thrombus generation in the vessel lumen and permanent stenosis and fibrosis of the vessel in a chronic inflammatory process. This can be achieved by intravascular injection of sclerosing agents, mechanical damage to the tunica intima or can be iatrogenic. Endothelial damage results in exposure of subendothelial collagen, which is an activator of the coagulation cascade. Primary haemostasis is a sequence of activation, aggregation then adherence of platelets to areas of damaged endothelium. This leads to secondary haemostasis with deposition of fibrin around the adhered platelets and organization into stable thrombus. Widening of gaps between endothelial cells occurs allowing extravasation of plasma proteins and acute inflammatory response cells and the collection of subendothelial oedema. With more extreme damage, the endothelial cells die and cease their synthetic function, leading to a failure of vascular relaxation signalling, which may contribute to vascular spasm in addition to thrombogenesis.
Endothelial damage is often observed with vascular occlusion (table 1) , as would be expected given that the endothelium is damaged at the lowest of reported exposures (figure 2). It is usually accompanied by thrombosis, which can produce an occlusive seal even where incomplete tissue fusion has occurred [55] . Transmural vascular damage, including endothelial damage and thrombosis has been demonstrated in studies using both scanning electron microscopy [23] and histology (PTAH staining) [24] . A sequence of changes leading to permanent obstruction has been described in rabbit veins, with transmural thermal injury occurring at day 0, followed by fibrin thrombus deposition, endothelial cell detachment and acute inflammatory response at day 2. By day 7, there was occlusive organized thrombus and chronic inflammatory response that persisted until day 28, by which time the vessel had been replaced by fibrous scar tissue without residual inflammatory reaction [23] . However, the question of whether HIFU can produce stable thrombus and vascular occlusion by endothelial damage alone remains.
Isolated endothelial damage has been produced in vivo by HIFU exposure without damage to the tunica media, adventitia or surrounding tissue [12, 14, 40] , although this has not resulted in permanent vascular occlusion in the absence of acoustic cavitation or artificially elevated levels of fibrinogen, which makes the blood hypercoagulable and promotes formation of stable thrombus. It appears that HIFU exposures which do not produce inertial acoustic cavitation can damage the endothelium, but do not sufficiently expose subendothelial collagen to produce a clinically significant primary haemostatic response [62] . Where inertial cavitation is promoted by UCA, this results in a higher proportion of the endothelial surface area being damaged than at the same energy level without microbubbles, and in the generation of thrombus [40] . However, even with increased endothelial damage, elevated circulating levels of fibrinogen were required to produce occlusive thrombus [35] .
Blood hypercoagulability has been described as the primary cause of 'acoustic haemostasis' and has also been suggested as a method of thrombogenesis [62, 63] . This describes the expression of adhesion molecules on the surface of platelets (activation) in response to HIFU exposure and clumping (aggregation) in the absence of triggers from endothelial damage, occurring up to 50 s after initial HIFU exposure. It is known that platelets can be activated in the absence of tissue damage by shear stresses on their surface [64] , and in the studies by Poliachik, aggregation occurred in response to acoustic cavitation. This is thought to be due to microstreaming causing shear stresses on the surface of the platelets which are sufficient to cause activation and aggregation but insufficient to cause disruption of the membrane [65] . However, adherence has not been observed without an artificial collagenous substrate or endothelial damage, meaning the resultant thrombus would be non-adherent in vivo. Given the nature of the continuous flow of the circulatory system, such aggregated platelets are more likely to result in distant emboli than occlusive thrombus.
Heating platelets has not been directly studied with reference to HIFU. It is known that platelets are optimally activated at body temperature, 36 -388C and are functionally impaired at temperatures more than 458C, showing an inability to activate or aggregate [66] . Hence it is unlikely that platelets heated by HIFU have any role in vascular occlusion, other than as cellular debris in organized thrombus. Similarly, red blood cells haemolyse at more than 458C [67] .
Slowing of blood flow has been observed to contribute to HIFU-mediated vascular occlusion as unintended occlusion occurred more commonly at points of vessel compression in one study where the aim was to seal lacerated vessels [19] . Stasis of red blood cells is a known effect of low intensity unfocused ultrasound (intensities 12 W cm 22 ), with separation of blood into bands of cellular aggregates and plasma owing to the ultrasound standing waves [68] , with normal circulation restored after exposure [69] . To form a standing wave, strong reflection of the plane of the wave is required, which is unlikely to occur in vivo. To date, this effect has not been observed in vessels exposed to HIFU. This remains an area for further investigation in HIFU. This evidence suggests that endothelial damage and physiological primary haemostasis are the key features in thrombus generation resulting from HIFU exposure of blood vessels. However, there is minimal evidence that this mechanism alone can produce permanent vascular occlusion. It is more likely that thrombosis has a contributory role in maintaining and organizing HIFU-mediated vascular occlusion.
Effect of high-intensity focused ultrasound on blood flow
Vascular spasm is a recognized response of vessels to injury. The smooth muscle of the vessel contracts, as a physiological method of reducing blood flow, improving the success of primary haemostasis and ultimately reducing blood loss [70] . It is seen in vessels exposed to HIFU, both in the presence and the absence of vascular damage, and can be monitored noninvasively by colour Doppler measurements of peak systolic velocity (PSV). Induction of vascular spasm by HIFU to produce temporary cessation of blood flow has been shown [15] although the intensities used were above the threshold for acoustic cavitation causing vascular rupture. Regardless, this represents a means by which lumenal narrowing can occur. Vascular spasm has been seen in vivo at HIFU intensities which produce transmural vascular damage [15, 25, 28, 34] but also in exposures which do not produce vascular damage [24, 52] and is not reliant on the occurrence of tissue heating [37] . Although the effect is described as transient, it persists for sufficient time post HIFU exposure to allow repeat PSV measurements taken by Doppler ultrasonography even in the absence of evidence of vascular damage on histology [37] .
Vascular spasm is likely augmented by the loss of vascular relaxation in response to endothelial damage and cessation of endothelial cell synthetic function. In a series of ex vivo experiments in canine coronary arteries, vascular relaxation was lost as a result of endothelial damage and disruption of the nitric oxide signalling pathways, but mechanisms of relaxation remain intact in the vascular smooth muscle and can be activated by the administration of exogenous nitric oxide donors, isolating the cause as endothelial damage [31] .
The radiation force of high-intensity sound waves can create localized streaming of liquids away from the focal point [71] , even overcoming the physiological pressure gradient normally controlling blood flow in vessels. This has been observed in practice, where reversal of the arterial jet and pulsatile flow was observed in lacerated femoral, axillary and carotid arteries in pigs independent of mechanical compression exerted by the transducer being pressed against the vessel, which alone was insufficient to obstruct flow even temporarily [17] . The lumens of arteries are maintained patent by the pressure gradient of blood flow through them, with a typical mean arterial pressure (MAP) in the range of 85-125 mmHg in humans. Arteries such as the femoral, axillary and carotid artery will lose lumenal patency when the MAP 50 mmHg [72] . This suggests the possibility that acoustic streaming could disrupt the local pressure gradient in the artery sufficiently to cause it to collapse. Veins and the microvasculature are much more easily collapsible and so would also be expected to collapse by this mechanism.
A final hypothesized mechanical effect by which HIFU could occlude blood flow is by temporary compression of the vessel owing to its acoustic radiation force. When exposed to HIFU, tissue cannot respond fast enough to the changes between positive and negative pressures, meaning its motion becomes out of phase with the acoustic wave and energy is transferred to the tissue. This transfer of momentum to the tissue, in the direction of wave propagation, results in tissue displacement. The amount of pressure delivered will vary with both the intensity of the HIFU source and the attenuation of the overlying tissue, but will be magnified by the small area over which it is delivered.
Although much speculated upon, acoustic radiation force has not been observed to collapse blood vessels in vivo, however soft tissue deformation and displacement of 1-3 mm has been observed in vivo [73] . Given the recognized difficulties rsif.royalsocietypublishing.org J. R. Soc. Interface 11: 20140029 in making non-invasive in situ pressure measurements [52] , it is not unreasonable that in vivo effects of acoustic radiation force have not been fully demonstrated. Synchronized systems to enable use of diagnostic Doppler ultrasound during HIFU exposure have been proposed [74, 75] , but these would only demonstrate 'no flow' in a vessel, not a definitive cause, and B-mode ultrasound imaging would likely lack the spatial resolution to determine reliable changes in diameter of vessels. In an experimental system to study isolated blood vessels in vitro, acoustic radiation force was sufficient to displace vessels out of the field of view of the microscope intended to monitor changes in vessel diameter [52] .
Greater deformation and displacement of the proximal wall of the blood vessel compared to the distal wall would probably be expected, promoting collapse, as the blood within the vessel is much less stiff than surrounding soft tissues. Even without this difference, unidirectional pressure can occlude arterial blood flow at normal pulse pressures (e.g. pressing on a pulse point) and can be likened to the effect of momentum in the direction of HIFU wave propagation. Blood vessels are also maintained patent by the pulse pressure of blood flow, as previously discussed, and if this pressure has been reduced by acoustic streaming as observed experimentally [17] , then lower pressures would be needed to produce such collapse or deformation. This is an area which would benefit from further experimental evaluation as whether compression and deformation of blood vessels by acoustic radiation force occurs is of relevance to the design of HIFU systems.
Contribution of the inflammatory response and repair mechanisms
There has been minimal work specifically on the contribution of inflammatory responses to vascular occlusion. The harmonic scalpel, an invasive system for producing vascular occlusion which uses ultrasound to create vibrational forces in the tissue, creates a more pronounced acute inflammatory response than electrocautery, despite resulting in a smaller area of injured tissue [59] . HIFU produces extensive oedema, disruption to tissue, inflammatory cell infiltration and activation of the cytokine cascade. Inertial cavitation induced damage produces a comparable activation of the acute inflammatory response, though this response does not convert into a chronic inflammatory response in the absence of tissue damage [7] . Extracellular oedema is known to reduce blood flow, especially in smaller vessels, and perivascular oedema resulting from HIFU exposure has been cited as contributing to lumenal constriction [32] . The role of the inflammatory response in controlling and organizing the physiological response to vascular damage cannot be discounted. Collateral circulation was seen to arise quickly following vascular occlusion [20] , so while a distributing artery may be blocked the area is not automatically devascularized. Ultimately, the nature of the chronic inflammatory response will determine whether the vessel becomes patent again or remains permanently occluded and fibrosed [14, 23] .
An integrated mechanism of action
Consideration of the theoretical and experimental evidence of the responses of vessels exposed to HIFU demonstrates that there are many potential mechanisms through which the physical properties of HIFU may interact with a living system, and that contribute to vascular occlusion. Vascular occlusion cannot be considered simply as a side effect of vessel wall cellular destruction, and protocols for HIFUmediated vascular occlusion should be designed to maximize this plethora of effects.
There are various ways in which the effects described above could be combined but as time and temperature appear to be important factors in distinguishing acute from more delayed vascular occlusion, a multi-stage process can be envisioned taking place along a typical heating-time curve of HIFU (figure 4). Working out the exact timescale and thermal doses to which these stages may correspond is a challenge for further experimental work.
In the initial stage, we consider the effects taking place before temperatures reach the 64 -988C range where tissue fusion occurs, which for HIFU could mean from less than 1 s up to approximately 20 s. These effects are temporary, reversible or repairable, and alone have not been shown to produce permanent vascular occlusion. This stage relies on lumenal narrowing achieved through combination of the mechanical effects of ultrasound (tissue displacement and acoustic streaming), with tissue response such as vascular spasm, cell shrinkage, endothelial damage and accumulation of subendothelial oedema. This stage does not necessarily represent lumenal collapse but features processes through which vessel wall apposition could be produced.
In the next stage, temperatures will reach a range in which tissue fusion can occur, and the energy deposition will be sufficient to produce irreversible damage, with denaturation and shrinkage of collagen and fracturing of elastic laminae. There is also the persistent effect of vascular spasm, obstructed blood flow and the increasing endothelial destruction leads to a loss of vascular relaxation responses and activates platelets.
The final stage is dominated by tissue response that persists beyond the end of the HIFU heating. The mechanical effects of HIFU are removed and so perivascular oedema is the only potential method of weak external compression. In this stage, the strength of tissue fusion and/or thrombotic occlusion is tested by the return of physiological blood pressure. The vessel may be fused in a fully or partially occluded position, or not at all. Activation of secondary haemostatic mechanisms form occlusive, stable thrombus that can withstand the physiological flow pressures involved. Progression from acute to chronic inflammatory responses remodel the damaged vessel, which ultimately determines whether permanent occlusion of the vessel occurs over the following period, up to 28 days.
Potential application to fetal medicine
There are several diseases in fetal medicine where prenatal occlusion of abnormal blood vessel(s) is either curative or confers improvement in prognosis. Such treatments are invasive, requiring entry to the intrauterine cavity and amniotic sac and have inherent risks of preterm pre-labour rupture of membranes (pPROM), preterm labour (PTL) and extreme prematurity, chorioamonitis, chorio-amniotic membrane separation and maternal operative risks [76] . Hence, despite identification through antenatal screening, the mainstay of management for these conditions is expectant, monitoring for severe fetal compromise, a tipping point where the associated risks of invasive treatment become less than the potential rsif.royalsocietypublishing.org J. R. Soc. Interface 11: 20140029
benefit. Using such therapies as 'salvage methods' reduces their success rate. Development of non-invasive alternatives, such as HIFU, could not only reduce the risks associated with salvage therapies but may provide a therapeutic modality for less severely compromised fetuses in utero, or even represent a potential preventative treatment.
Twin-reversed arterial perfusion sequence
This affects 1% of monochorionic twin pregnancies [77] . The heart of one twin either fails to develop or is rudimentary, and the heart of the healthy 'pump' twin perfuses both bodies through placental arterio-arterial anastomoses or a rsif.royalsocietypublishing.org J. R. Soc. Interface 11: 20140029 direct connection between the umbilical cords. This can result in cardiac failure and death in the healthy twin, with an untreated mortality rate of 55% [77] and spontaneous resolution in less than or equal to 21% of cases [78] . The aim of treatment is to divide the circulations by umbilical cord occlusion of the acardiac twin. Bipolar diathermy, fetoscopic laser and RFA have all been used. Bipolar diathermy cord occlusion has been superseded by minimally invasive techniques, as the risks of pPROM and PTL were elevated (27%, 22%, respectively, survival 85%) [76] . Fetoscopic laser reports a 80% survival with pPROM in 18% and PTL in 3% within 28 days of procedure [79] ; RFA reports a 70 -92% survival rate [76, 80] with a pPROM and preterm labour rate of 14% and 7%, respectively [76] . Hence, minimally invasive techniques reduce but do not remove the risks, without changing survival rates. Although TRAP may be diagnosed from 11 to 13 weeks gestation, treatment is delayed until after 16 weeks gestation to allow time for fusion of the amnion and chorion, by which time intrauterine death of the pump twin occurs in up to one-third of cases [78] . Non-invasive HIFU has been used to successfully produce umbilical cord occlusion from 13 weeks gestation [30] in one of the two reported cases without complications [29, 30] . Although the authors report technical challenges related to achieving sufficient focal depth, HIFU is possible therapy for TRAP.
Twin-to-twin transfusion syndrome
TTTS affects 9 -15% of monochorionic diamniotic twins [81, 82] , or 1 : 2500 livebirths, and is the most important cause of death and handicap in monochorionic twins [83] . It results from unequal sharing of blood supply between twins owing to placental vascular anastomoses, present in 95% monochorionic pregnancies [84, 85] . Anastomoses allow 'vascular steal' or imbalance between circulations, a relative over and under-perfusion of the recipient and donor twin, respectively [86] . There is grading of disease progression from mild to severe (Quintero stages 1 -4) [87] and while mild disease may not require treatment, severe disease left untreated has approaching 90% mortality [88] . In severe cases, the gold standard treatment is fetoscopic laser ablation of vascular anastomoses [89] , either by selective ablation as they cross between the two 'halves' of the placenta, or by ablating the entire equator between the two halves of the placenta to create a functionally dichorionic placenta [90] . Success rates are quoted at single twin survival of 76 -87% and double twin survival of 50 -60% with a 5-25% double fetal loss rate [91] and an 11% rate of neurological impairment in survivors [92] . Fetal losses are attributed to either the complications of the procedure or recurrent disease, which occurs in up to 16% of cases and is associated with lower rates of survival and neurologically intact infants [93] . Five per cent to 30% of anastomoses can remain post ablation [94, 95] and are recognized as causing recurrent disease [96] or a related condition, twin anaemia polycythaemia syndrome (TAPS). Iatrogenic TAPS is more common after ablation than spontaneously (13 versus 5%) [81, 97] . HIFU may be an alternative to invasive therapy in TTTS. The energy levels needed to ablate placental vasculature [98] and the focal depths required are within the HIFU range of operation, and the reduction in complication rate may allow treatment of less severe disease. Either selective vascular ablation or equatorial division of the placenta could be performed, as points or confluent planes of ablation can be achieved with HIFU [20] . HIFU may reduce rates of recurrent TTTS and TAPS, as residual anastomoses would be identified by Doppler ultrasound [99] integrated into the HIFU system.
Bronchopulmonary sequestration
BPS is rare, characterized by a non-functional lung mass with an abnormal systemic arterial rather than pulmonary blood supply, typically diagnosed in the second trimester and reaching peak size by 28 -30 weeks gestation. Masses are variable: some spontaneously regress, while others increase in size, causing pulmonary hypoplasia, mediastinal shift, cardiac failure, pleural effusions and hydrops [100] . The presence of pleural effusion and hydrops are poor prognostic features with untreated perinatal mortality of 95% [101] . Various therapies are used, and the more successful focus on ablation of the abnormal blood supply.
The sequestration can be removed by open fetal surgery, with 54% survival [102] . It carries additional maternal surgical risks and creates a uterine scar. Doppler ultrasound guided fetoscopic laser vessel ablation is a minimally invasive alternative, with survival rates in excess of 87.5% [101, 103] ; sclerosants injected into the aberrant vessel have shown high success rates, but trials have small numbers [104, 105] . Complication rates are not quoted. Thoraco-amniotic shunting to drain pleural effusions is complicated by shunt blockage [106] and chest wall deformity in 77% cases [107] . Again, the energy levels, focal depth and suitable targeting method for BPS vasculature are well within the scope of a HIFU system integrated with Doppler ultrasound. In one animal model, the targeting of intra-thoracic structures led to skin burns in the fetus owing to reflection of the ultrasonic energy by the calcified rib cage [43] , however in our experience it is possible to identify the aberrant vasculature using a sagittal view which would avoid transmission of ultrasonic energy through the rib cage.
Sacrococcygeal teratoma
SCT is the most common neoplasm in the fetus, occurring in 1 : 22 000 livebirths [108] . SCT is typically benign, though requiring removal postnatally to avoid malignant transformation [109] . They are attached into the coccyx and may extend into the pelvis and abdomen. They are identified and monitored prenatally by ultrasound and Doppler can assess vascularity. The antenatal course is usually uncomplicated, but highly vascular or rapidly growing tumours can cause high output cardiac failure, anaemia and hydrops. These are poor prognostic features [110] . Without cardiac compromise or hydrops, 88% survival is quoted [111] . Perinatal mortality results from tumour avulsion, rupture or haemorrhage at delivery [112, 113] . With cardiac compromise or hydrops mortality approaches 100% [111] . Reducing tumour vascularity can slow its growth and the impact of 'vascular steal' effect. Open fetal surgery and resection of the teratoma is possible [114] though it has a higher risk of haemorrhage than other fetal surgery [115] . Minimally invasive devascularization of the tumour via percutaneous laser ablation [116] [117] [118] is possible although only superficial vessels can be occluded as the maximum penetration of laser is 2-3 mm. Both methods report mixed results. RFA has a 50% survival rate with significant morbidity reported owing to spread of thermal energy into adjacent soft tissues [119, 120] . Alcohol sclerosis has been attempted but specific results are not reported [116] .
While it is unlikely that the entire tumour could be ablated by HIFU exposure to the soft tissue, especially as larger tumours are more likely to require treatment, it has been demonstrated that destruction of tumour vasculature increases the volume of tissue destroyed for the amount of energy supplied [121, 122] . The vasculature of the SCT could be pre-mapped by colour Doppler ultrasound or MR angiography and used to target HIFU. Ultrasound energy is recognized to have a lower 'thermal spread' than other applications [59] so may produce less thermal injury in adjacent soft tissues. Reduction in vascularity may also reduce risks associated with haemorrhage at time of delivery. Animal studies have demonstrated that HIFU lesions in the fetal pelvis can be made despite the restrictions of the bony pelvis on the acoustic window [123] , and that survival is compatible with the generation of necrotic tissue within the fetus [43, 44] . HIFU represents a potential noninvasive therapy for SCT in the antenatal period, especially of fetuses with significant compromise in utero.
Physics and engineering requirements
HIFU treatment comprises a number of components-targeting, energy delivery and monitoring of its effects. Targeting is most usually achieved by either ultrasound or magnetic resonance imaging (MRI). Therapy ultrasound beams are usually generated from a transducer that is focused using either a bowl configuration, a plane transducer/lens combination or a multi-element array with which focusing is achieved by appropriate application of phase and amplitude to each element. Where ultrasound is used to monitor HIFU ablation of soft tissue, a successful treatment is assessed in terms of the appearance of a bright echo, whereas with MRI thermometry sequences are used to calculate thermal dose [124] . If the spatial precision of HIFU damage is to be harnessed to its fullest extent, it is important to account for tissue motion when placing the lesions. This presents a major challenge to successful targeting and treatment delivery and may be achieved, for example, by synchronizing the HIFU exposure with cardiac or respiratory motion, and specifically for fetal medicine, accounting for movement of the fetus and umbilical cord within the amniotic sac.
In obstetrics, ultrasound image guidance is likely to be the method of choice for reasons of safety, clinical and patient familiarity, targeting efficacy and real-time responsiveness to fetal movement. To successfully occlude a selected blood vessel it needs to be identified clearly for targeting, currently best done using Doppler ultrasound techniques. Vessels of more than 1 mm diameter are routinely identified in clinical practice by Doppler ultrasound [125] . The main disadvantage of diagnostic ultrasound is that, unlike MRI, it does not permit the measurement of absolute temperature rise during exposure, both owing to interference of the therapy beam with the diagnostic information and to a lack of consistent sound speed dependence on temperature. Should accurate thermal dosimetry become a key factor then MRI may be more suitable.
The choice of appropriate HIFU transducer geometry and exposure frequency depends on the clinical application and, more specifically, the depth of vessel to be occluded. In choosing the frequency to be used, a trade-off is necessary between the amount of energy absorbed within the target volume (which increases with frequency) and the ability to get sufficient energy to the target depth (which decreases with increasing frequency owing to attenuation by the overlying tissues). It has been shown that a 'rule of thumb' for determining the optimum frequency is to allow the total attenuation in the overlying tissue to be around 10 dB [126] . For typical soft tissues with an attenuation of 0.7 dB cm 21 MHz
21
, this would imply an optimum frequency of around 2.6 MHz for a target depth of 5 cm and 1.4 MHz for 10 cm. It should also be remembered that the focal region is smaller at higher frequencies, if all other source geometries remain the same. The inclusion of a central aperture in the HIFU transducer design allows an US imaging probe to be inserted into the treatment head, thus ensuring a fixed geometry between targeting and treatment components, most efficiently with coincident acoustic axes. This also facilitates the monitoring of a treatment immediately after cessation of the HIFU exposure.
Undesirable effects of high-intensity focused ultrasound applied to tissue and vessels
The main specific complication of vessel exposure to HIFU is rupture and haemorrhage. Exposure to higher intensities in the experimental range has been associated with rupture of vessels, potentially owing to acoustic cavitation [15, 20, 21] as has multiple exposures of the vessel wall which cause overheating and tissue stiffening by a cumulative effect [19, 34, 38] . This effectively represents an upper exposure limit above which the application of HIFU becomes counterproductive. Therefore, HIFU appears to differ from several other occlusive techniques, particularly laser and electrocautery, which rely on multiple exposures of blood vessels to ensure permanent and stable occlusion. It is possible that it would be unsafe to use HIFU in this manner, although varying the exposure site in larger vessels may mitigate this effect. Paradoxically, the non-invasive nature of HIFU also represents a risk of complications. Invasive methods have greater control over where the energy (thermal and mechanical) they supply is delivered as they are visually targeted and controlled. Excessive soft tissue destruction or thermal spread to adjacent structures may cause unintended damage and therefore complications. This is of particular significance where the targets are small, or hard to locate, and the margin of error is limited. Injuries to bowel [15, 44] , nerves [20] or adjacent vessels [14] have been reported in fetal and vascular HIFU experiments, with or without associated vascular occlusion. Mistargeting is also an issue as not only does it fail to occlude the target vessels, but also repeat exposure is likely to be precluded until such time as tissue healing has been allowed to occur. However, accuracy of vascular targeting has been shown to be improved with the use of colour flow Doppler ultrasound over even surgical exposure and visual targeting in the application of HIFU [18] .
If an inappropriate acoustic window is used, or there are elements in the acoustic window which scatter or reflect, rather than transmitting, the ultrasonic energy, heating to unpredictable locations may occur, causing burns, typically on the skin because this has a higher absorption coefficient compared with most other soft tissues. In some animal experiments, skin burns were also caused by poor acoustic coupling to the animal's skin owing to trapped air pockets in the animal's fur. The incidence of this is reduced with more extensive shaving of animal models and application of depilatory creams, and should not be a significant issue in humans.
Conclusion
We present an integrated multi-stage mechanism through which HIFU-mediated vascular occlusion could occur. If the integrated technique described here is to be implemented, it is important to optimize treatment delivery, and more detailed experimental research must be carried out to validate it and establish the exposure parameters that will provide the most efficient vascular occlusion for the clinical applications being considered. This will involve optimization of transducer design as well as exposure regimes. We propose that should this optimization occur, HIFU has the potential to be adapted to provide a non-invasive therapy for conditions in fetal medicine where vascular occlusion is required. 
